Calibration Certificate

Device ID:  3207-0000 DO600947E Customer: Paragon Bioservices
Description:  Rainin EDP3 8 Channel Contact: Todd Summers ) . .
Method: Control Calibrations, 8 ch Location: Off Site Siﬁgmw Calm, Inc.
Test Plan: 1200 ul variable 8ch H L Address; 801 W. Baltimore Street
Operator: Mike Beavers Baltimore Maryland
21201 102 E. Bay Front Road

" . ; Deale, Maryland, 20751
Emironmental Eactors , Capbrgtmn De.ite. 08/1 9{2009 Phone: 877-747-3883
Temperature: 2100 “C Calibration Type: As Calibrated
Barometric Pressure: 101.10 kPa Z Factor: 1.00307 STATUS: Passed
Relative Humidity: 50.00 % Air Density: 0.00120 g
Liquid Density: 0.9980 Next Due: Aug-10
Comment:

Passed As Found No Adjustment Necessary
STANDARDS
[Name Description Serial Number Next Calibration
Balance MB Mettler AG 245 1118311229 07/30/2010
Hygrometer Center HTM113 MB 080603501 09/17/2009
Thermometer KBE986 HB Instrument Thermometer KB86986 10/06/2009
SUMMARY STATISTICS Accuracy % Precision % Corrected Sample Values  (pL)
[120.0uL Mean  SD  UNC+- Actual  Target  Actual Target | Status | 1 2 |
Ch 1 120448 0.028 0.039 0.373 26.667 0.023 10.000 Passed 120.428 120.467
Ch 2 120422 0.042 0.059 0.351 26.667 0.035 10.000 Passed 120.451 120.392
Ch 3 120.369 0.008 0.011 0.307 26.667 0.006 10.000 Passed 120.374 120.363
Ch 4 120.394 0.070 0.099 0.328 26.667 0.058 10.000 Passed 120.344 120.443
Ch 5 120.651 0.276 0.380 0.543 26.667 0.229 10.000 Passed 120.846 120.456
Ch 6 120410 0.075 0.106 0.342 26.667 0.062 10.000 Passed 120.463 120.357
Ch 7 120295 0.096 0.136 0.246 26.667 0.080 10.000 Passed 120.363 120.227
Ch 8 120244 04173 0244 0.203 26.667 0.143 10.000 Passed 120.366 120.122
[1200.04L Mean  SD  UNC+- Actual  Target  Actual Target | Status | 1 2 |
Ch 1 1200725 1.025 1.450 0.060 2.667 0.085 1.000 Passed 1200.000 1201.450
Ch 2 1201.646 1.393 1970 0.137 2.667 0.116 1.000 Passed 1202.631 1200.661
Ch 3 1202717 0107 0151 0.226 2.667 0.009 1.000 Passed 1202.641 1202.792
Ch 4 1203.143 0.668 0.945 0.262 2.667 0.056 1.000 Passed 1202.670 1203.615
Ch 5 1202142 0.754 1.067 0.178 2.667 0.063 1.000 Passed 1202.675 1201.608
Ch 6 1202513 0.796 1.126 0.209 2.667 0.066 1.000 Passed 1201.950 1203.076
Ch 7 1203.119 0.632 0894 0.260 2.667 0.053 1.000 Passed 1202.672 1203.566
Ch 8 1202942 0.834 1.180 0.245 2.667 0.069 1.000 Passed 1203.532 1202.352
Statement of Traceability

This certificate has been issued in accordance with Standard Operating Procedures, SOP
QACCRED and ISO 8655-2. This statement certifies that this calibration has been
performed with instruments and standards traceable to the National Institute of Standards
and Technology (NIST). This certificate shall not be reproduced except in full, without
written approval of the laboratory. These results relate only to item calibrated.

CALIBRATION

ISO 17025 Certified Certificate AC-1347.

Completed by:

Reviewed by:

Date:

August 19, 2009

Date:
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Calibration Certificate

Device ID:  3204-0000 - CO607170A Customer: Paragon Bioservices

Description:  Rainin Pipet Lite Contact: Todd Summers ) . .

Method: A - Control Calibrations, Acc & Prec Location: Off Site Si%;mﬂny Calm, Inc.
Test Plan: 100 uL variable H&L, sc Address: 801 W. Baltimore Street

Operator: Mike Beavers Baltimore Maryland

21201 102 E. Bay Front Road
’ . , Deale, Maryland, 20751

Environmental Factors . Ca,hbra_tlon Da_te' 08/19/2009 Phone: 877-747-3883
Temperature: 2100 "¢ Calibration Type: As Found

Barometric Pressure; 101.10 kPa Z Factor: 1.00307 STATUS: Passed

Relative Humidity: 50.00 % Air Density: 0.00120 -

Liquid Density: 0.9980 Next Due: Aug-10

Comment:

Passed As Found No Adjustment Necessary

STANDARDS

[Name Description Serial Number Next Calibration

Balance MB Mettler AG 245 1118311229 07/30/2010
Hygrometer Center HTM113 MB 080603501 09/17/2009
Thermometer KBE986 HB Instrument Thermometer KB86986 10/06/2009
SUMMARY STATISTICS Accuracy % Precision % Corrected Sample Values  (uL)
[10.0 pL Mean  SD  UNC+- Actual Target Actual Target| Status | 1 2 3 4 |
Ch 1 9.955 0.050 0.050 0.452 8.000 0500 3.000 Passed 9.965 9.919 10.021 9.914
[100.0puL Mean  SD  UNC+- Actual Target Actual Target| Status | 1 2 3 4 |
Ch 1 100.020 0.128 0.128 0.020 0.800 0.128 0.300 Passed 99.863 99.980 100.078 100.159

Statement of Traceability

This certificate has been issued in accordance with Standard Operating Procedures, SOP
QACCRED and ISO 8655-2. This statement certifies that this calibration has been
performed with instruments and standards traceable to the National Institute of Standards
and Technology (NIST). This certificate shall not be reproduced except in full, without
written approval of the laboratory. These results relate only to item calibrated.

Completed by:

Reviewed by:

Date: August 19, 2009

CALIBRATION

ISO 17025 Certified Certificate AC-1347.

Date:

Page 2 of 2






